[Quantitative analysis of circulatory radiograms using computers].
A technique of quantitative RCG analysis is proposed and tested. It enables the unbiased evaluation of regional hemodynamics phases and of the relation between blood flow rate in arterial and venous beds. The technique is based on calculating the first derivative of the radiocirculogram. The specially developed program may be executed by the computer (ZBM EC).